Spectral analysis of AC-EER for the diagnosis of diseased eyes.
The purpose of this study is to give an experimental basis for the diagnosis of diseased eyes by using the electrical stimulation method. This paper describes the spectral differences in AC-EER (Electrically Evoked Response with Alternating Current stimulus) obtained by electrical stimulation of diseased and normal eyes.